[The use of automatic injectors in hysterosalpingography].
The paper describes 168 cases of HSP in which a low-pressure automatic injector, as is normally used in angiography, was used to inject the contrast medium and controlled from the booth of a remote-control X-ray device. Having analysed the clinical indications for this X-ray method, the paper stresses the advantages for the patient, in the form of a lower dose of irradiation and a shorter duration of the test in comparison to traditional methods of manual injection of the contrast medium, and for the operator who is completely protected from irradiation.